INTRODUCTION
Therapeutic antibodies represent one of the fastest growing areas of the pharmaceutical industry. There are currently 20 monoclonal antibodies in the market that have been approved by the Food and Drug Administration (FDA) and over 300 in various stages of clinical development. In addition, there has been tremendous progress in designing innovative and complex methods for faster antibody development-in vitro evolution platforms such as phage display (1) or yeast display (2) , transgenic mouse systems producing fully human antibodies such as XenoMouse technology (3), or UltiMab technology (4) . While these processes have increased the availability of monoclonal antibodies for development as therapeutic or diagnostic products, it has become a challenging task to validate, prioritize, and select the best antibody from a vast pool of potential candidates. Protein microarrays and tissue microarrays (TMAs) have gained increasing importance in biomedical research programs and have the potential to aid in selection of the most specific antibody candidates (5-7). Here we apply a new combination of TMAs and protein biochips to characterize and validate the binding specificity of anti-cluster designation antigen identity 44 (CD44) variant 6 antibodies, BMS 116 and 125. CD44 is a membrane glycoprotein that functions as lymph node homing receptor in lymphocyte activation and is involved in homo-and heterotypic cell adhesion (8, 9) . In several tumor cell lines the expression of splice variants (CD44v6 and CD44v7) are correlated with the metastatic potential and confer an advantage in the early steps of the metastatic cascade (10) . Thus, expression of CD44 has been proposed to be associated with malignant behavior of tumors like invasive growth and formation of metastasis. We have chosen the CD44 variant 6 antigen model from the point of medical relevance and availability of recombinant antibodies for this study.
MATERIALS AND METHODS

Human TMA (FDA Panel)
In total, 27 types of formaldehydefixed and paraffin-embedded (FFPE) normal human tissues were collected and processed to obtain a TMA containing triplicate tissue cores of 0.6 mm in diameter. All specimens were fixed in buffered 5% formaldehyde solution and embedded in paraffin according to standard operating procedures. Four-micrometer-thick sections were routinely stained with hematoxylin and eosin; following the guidelines of the FDA commission (11), 27 of 32 tissue types of well-preserved and high-quality normal tissues are represented (three different samples per tissue type, three representative cores per sample): suprarenal cortex, uterus, breast, cerebellum, cerebral cortex, kidney cortex, liver, lung, colon mesothelium, ovary, skin, spleen, stomach, striated muscle, colon, tonsil, esophagus, myocardium, duodenum, pancreas, peripheral nerve, pituitary, prostate, salivary grand, testis, thyroid gland, and bone marrow. Some of the tissues/cell types required by the FDA have also been included, but not as isolated samples (e.g., endothelium, mesothelium, smooth muscle, fat tissue, and connective tissue). 
Antibodies and Immunohistochemistry Assay
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were determined before staining of the complete set of TMAs. A final dilution of 1:500 (2 ng/mL) was determined as the highest selectivity and intensity for both test antibodies. For control purposes, one TMA slide was treated with isotypematched immunoglobulin G1 (IgG1) nonspecific antibody under the same conditions.
IHC was performed according to the standard routine protocol of the laboratory at Oridis-Biomed. Briefly, slide pretreatment included (i) antigen unmasking by cooking in citrate buffer at pH 9.0 in a high-pressure pretreatment chamber and (ii) a protein blocking step by incubating the slides with 2% bovine serum albumin (BSA) for 20 min at room temperature. Detection of antibody binding was performed with the EnVision ChemMate kit (Dako, Glostrup, Denmark). Slides were then counterstained with Hemalaun and covered with the synthetic medium Entellan and a coverslip.
Evaluation and Interpretation of IHC Staining
TMAs were evaluated following imaging of the slides with a MiraxScan slide scanning device (Carl Zeiss, Jena, Germany). After scanning of the two slides, the digital images (one for BMS 116 and one for BMS 125) were displayed simultaneously on the monitor using the MiraxViewer software (Carl Zeiss) that allows coupled movement of the scans and a direct comparison of the identical areas of the two TMAs.
Like in conventional microscopy, a semiquantitative evaluation reflecting positivity and cell type could be done on the monitor. Reaction positivity was given on a four-grade scale (0-3, where 0 stands for negativity and 3+ for maximum positivity), and the analysis relied on the consensus of two independent histopathologists (Gabor Mehes and Nikolaus Wick).
Protein Biochips
Protein biochips were manufactured by Protagen AG (Dortmund, Germany) on nitrocellulose-coated slides. They were printed with a randomly selected set of 384 different recombinant human proteins representing different gene ontology classes as published previously (UNIchip AV-400; Protagen AG) (12) or 1952 other proteins from an internal biomarker discovery project (Protagen AG, unpublished). The proteins originate from an Escherichia coli protein expression library and have been purified using a His-tag as described (13) . Each recombinant human protein was printed in quadruplicates on the biochip. The UNIchip AV-400 was also printed with a serial dilution of native human CD44 
Incubation Conditions on Protein Biochips
Each antibody was tested on two UNIchip biochips. The protein biochips were blocked in 2% (w/v) BSA [BSA/ TBST; Tris-buffered saline with 0.1% (v/v) Tween 20] at room temperature, and the antibody sample was added in the appropriate concentration in 2% (w/v) BSA/TBST. The protein biochips were incubated in a humidified atmosphere for 1 h at room temperature. The protein biochips were washed three times in TBST and subsequently incubated with the secondary antibody (monoclonal Cy3-labeled donkey anti-mouse IgG) in 2% (w/v) BSA/TBST for 1 h at room temperature, followed by three TBST washes. All antibody incubation steps were carried out in a volume of 200 μL in an automated hybridization station (HS 4800 Pro; Tecan, Männedorf, Switzerland). Negative control incubations were carried out with the secondary antibody (monoclonal Cy3
Image and Data Analysis
Following image analysis, the mean pixel intensity (median local background subtracted) was determined for each protein spot. From each biochip, the median intensity of the four replica spots of each protein was determined. Based on all experiments for one antibody, the average of the median intensities of each protein or protein concentration is reported. To compare the UNIchip biochips, the signal intensities obtained for the 400 or 1952 human proteins were normalized using the IgG control spots for the secondary detection antibody as internal calibrator. As a novel method of binding profile calculation and standardization, the average signal intensity of the IgG control spots for each antibody incubation was set to 100%. The average normalized signal intensity of each of the human proteins was compared to this reference value leading to relative units in percent. The cut-off level for binding activities of antibodies to the human recombinant proteins was determined from the signals in the secondary antibody incubation control by calculating the mean plus three standard deviations and corresponded to 5% (rounded up).
RESULTS AND DISCUSSION
There is widespread interest in the determination of target specificity and potential off-target binding events of emerging biological drugs (e.g., antibodies and functionally equivalent protein scaffold binders, such as anticalins, nanobodies, and adnectins) in the clinical development pipeline of biotechnology and pharmaceutical companies. We used a novel approach applying content-rich normal TMA (FDA panel) in combination with protein biochips to characterize and (Figures 1, A and B) . BMS 125 gave a highly selective membranous staining on selected epithelial components, especially in squamous cell epithelia (e.g., esophagus and skin as representative tissue samples) with very high intensity (3+) ( Figure 1A ) as well as in periglandular/periductal myoepithelial cells (e.g., prostate and breast ducts, sebaceous glands) (Table 1) . Moreover, Heider et al. reported earlier the expression of CD44 isoforms (variant 5 and 6) assessed with the BMS 125 antibody in human normal and cynomolgus monkey tissues with very similar conclusions (10) . In contrast to that, IHC analysis of BMS 116 binding revealed a much broader binding to tissue components. All epithelial cell types mentioned were positive with less intensity (staining between 1+ to 2+), and additional cell types (leucocytes, tissue macrophages, stromal cells, and hepatocytes) showed reactivity with variable intensity and localization. Interestingly, in addition to membrane and cytoplasmic staining, cell nuclear positivity was observed in a number of tissues ( Figures  1, B and D) . Cell types and exact localization of IHC staining for BMS 125 and BMS 116 antibodies are given in Table  1 . From this data set, we can conclude that BMS 125 exhibits a more favorable specificity pattern than BMS 116. More recently, a humanized version of anti-CD44 variant 6 BMS 125 antibody with mertansine, a cytotoxic agent (named bivatuzumab mertansine), has been the subject of a clinical phase I trial in head and neck squamous cell carcinoma and esophagus carcinoma (14) . The clinical trial was terminated due to occurrences of dermatotoxicity. This clinical occurrence is consistent with our finding of expression of CD44 variant 6 antigen on skin keratinocytes, as we have shown in our tissue prevalence analysis. Although the data are not directly comparable (mouse versus humanized BMS 125 antibody; unconjugated versus mertansine-conjugated antibody), the value and impact of such studies is apparent.
Recently, Feyen et al. (12) reported for the first time the off-target activities of three successfully marketed biotherapeutic drugs, adalimumab (Humira; Abbott, Abbott Park, IL, USA), etanercept (Enbrel; Amgen, Thousand Oaks, CA, USA and Wyeth, Madison, NJ, USA), and infliximab (Remicade; Centocor, Horsham, PA, USA), using novel protein biochips. A significant number of ribosomal proteins are recognized by etanercept and adalimumab, establishing a potential link to clinical and pathological outcomes (e.g., autoimmunity). Therefore, after completion of the histopathology review and interpretation of staining patterns and intensity by two independent pathologists, we blinded the antibodies for validation experiments using the UNIchip AV 400 for analysis of antibody specificity.
For our protein biochip experiments, serial dilutions of the CD44 variant 6 antigen were printed on the chip surface. As shown by Angenendt and coworkers, proteins can be quantitatively immobilized on nitrocellulose-coated slides, which enables quantitative assays on this surface (15) . Binding curves of both BMS antibodies are shown in Figure 2 , including the fluorescence image and detection by BMS 125 antibody in a dosedependent manner (16 fmol/spot-2 fmol/ spot). Antibody BMS 116 recognized its target antigen up to a maximum signal 
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intensity of approximately 11,000 units, whereas antibody BMS 125 recognized its target antigen up to a maximum signal intensity of approximately 43,000 units, both antibodies were used in the same dilution as in the TMA analysis (Figure 2) . The higher sensitivity of CD44 variant 6 detection of antibody BMS 125 compared with BMS 116 was also observed at a higher concentration (1:150, 6.7 ng/mL, data not shown). Thus, the antibodies BMS 125 and 116 showed a different dynamic range and detection sensitivity for their cognate antigen CD44 variant 6 (i.e., they have a different apparent affinity on the biochips).
To compare the binding profiles of both antibodies, we decided to standardize the signal intensities obtained for the 400 human proteins in a novel way by using the average of the 64 IgG control spots for the secondary antibody detection as internal calibrator. The described binding profile calculation is a new and rational way of specificity comparison of antibodies with different apparent affinity to their cognate antigen on protein biochips. Each antibody was analyzed in two concentrations (1:150 and 1:500) on the two protein biochips. Antibody BMS 125 showed only one or two off-target activities to any of the 400 human proteins at dilution 1:500 and 1:150, respectively, with relatively low signal intensities of 5% and 11% or less. This indicates a high degree of specificity at both antibody dilutions and confirms the previously established conclusion derived from the TMA experiments. In contrast, BMS 116 showed many off-target activities of up to 43% in the 1:500 dilutions and up to 116% in the 1:150 dilutions, reflecting the correlation to the TMA experiments as well (Table 2) . To address the question of whether 384 proteins are sufficient to allow a conclusion about specificity, we profiled the antibodies on a noncommercial protein biochip with 1952 recombinant proteins. Antibody BMS 116 (dilution 1:150) showed approximately 60% off-target activities on the noncommercial biochip compared with 54% on UNIchip AV 400. Antibody BMS 125 (dilution 1:150) showed about 4% off-target activities on the noncommercial biochip compared with about 1% on UNIchip AV 400 indicating an unchanged ranking of the antibodies. A list of the top 18 ranking off-target activities of BMS 116 on the UNIchip AV 400 is shown in Table 3 . Notably, adaptor-related protein complex 1 (116%) and THOP 1 (111%) are the highest off-target proteins detected by BMS 116 antibody.
The specificity profiles of the two antibodies generated by binding to the 400 respectively 1952 different proteins on the protein biochips are highly consistent with the results in the TMA analysis. The clear specificity differentiation between BMS 125 and BMS 116 is independent of the concentrations tested in this study. Apparently, the binding sites presented on the protein biochips offer a tool for a fast ranking of antibodies according to specificity. The ranking in this study appeared to be predictive for antibody performance in IHC. Furthermore, assuming recognition of the same domain of CD44 variant 6 by BMS 125 and BMS 116, an affinity ranking of both antibodies is possible by comparing binding to the printed serial dilution of the cognate antigen. The biological meaning of the off-target activities found using the in vitro biochip assay remains to be elucidated by further studies.
Therefore, we anticipate that selecting antibodies by specificity screening on protein biochips for further analysis of off-target tissue binding using TMAs will allow faster and more efficient screening of antibody lead candidates in the early stage of preclinical development. Additionally, molecular-and cell biologybased approaches and functional assays will lead to the discovery and availability of better antibody-based drugs. One can use each of the described applications for ranking off-target activities individually or in combination due to their complementarities.
